The N4865A GPIB-to-LAN adapter provides a GPIB interface for VXI-11.3 compatible LAN-based oscilloscopes such as the Agilent 7000 and 9000 Series. Using the N4865A, GPIB applications running on a computer can transparently interface to a LAN-based VXI-11.3 instrument as if it were a GPIB device.

The general procedure for connecting the GPIB-to-LAN adapter to an oscilloscope and PC is the following:

- **Configure the IP address on your oscilloscope before turning on the N4865A or connecting any cables. This process will be different depending on whether you have an Infiniium 9000 Series or an InfiniiVision 7000 Series oscilloscope.**

  - **Infiniium 9000 Series:** Minimize the oscilloscope application. Click on Start > Control Panel > Network Connections > Local Area Connections > Properties. Then uncheck all of the boxes in the This Connection Uses the Following Items field. Next, check the Internet Protocol (TCP/IP) box and press the Properties button. Check the Use the Following IP Address radio button and then set the IP address and subnet mask (see next page for details on the default values for these fields).

  - **InfiniiVision 7000 Series:** Click on the Utilities button on the front panel. Then press the I/O softkey followed by the LAN Reset softkey in the subsequent menu. The oscilloscope will connect automatically (it may take up to 180 seconds for the configuration to occur).
• Connect the oscilloscope (LAN instrument), GPIB-to-LAN adapter, and PC using the GPIB and Ethernet Crossover cables as shown in the diagram below. Plug the Ethernet Crossover cable into the RJ-45 receptacle on the N4865A’s rear panel and to the oscilloscope’s RJ-45 connector. Use the GPIB connector to connect the N4865 to the GPIB controller.

![Diagram of connection](image)

• Connect the USB power cord to the GPIB-to-LAN adapter and to a USB 1.0 or 2.0 port on the oscilloscope or PC. If this USB power cord becomes damaged, contact your local Service Center.

• Switch the N4865A power switch to the ON position.

• If the IP addresses are changed on either instrument, you should power down the N4865A and oscilloscope and start them back up again.

The default IP address for the GPIB-to-LAN adapter is 169.254.48.65 (for detailed instructions on changing the IP address of the N4865A, please see section 2.5.1 of the full manual included on the documentation CD). The oscilloscope’s IP address must be in the same B range (meaning it must have the form 169.254.XX.XX where XX can be any number between 0 and 254) unless the subnet mask is changed. The default subnet mask is 255.255.0.0. For the InfiniiVision 7000 Series oscilloscopes, you can also set both the adapter and the oscilloscope to use Auto IP (not DHCP) addresses.

The default GPIB address for the N4865A is 4. For detailed instructions on changing the GPIB address of the N4865A, please see section 2.5.1 of the full manual included on the documentation CD.

For problems involving the connection of the N4865A GPIB-to-LAN adapter to an Agilent oscilloscope or with the functionality of the N4865A, please contact Agilent’s technical support or your local Service Center. You can determine this contact information by visiting www.agilent.com.
In accordance with the requirements of China’s Administrative Measure on the Control of Pollution Caused by Electronic Information Products (the “Measure”), Agilent has labeled this product with a number identifying its Environment-Protection Use Period (“EPUP”). This number reflects an estimate of the expected life of the product under the normal use and operating conditions as defined in the product user manual which is distributed with the product. Use of the number is only for purposes related to the Measure and does not imply or guarantee that the product is free from defects prior to the EPUP expiration date. No warranties or guarantees are implied by use of this EPUP number. Use of the EPUP number does not alter any warranties found in, nor affect in any way, the terms and conditions associated with the purchase of this product.

Your Agilent product may contain replaceable assemblies/components (including disk drive, power supply, mouse, display, or battery, which are not manufactured by Agilent) which have a shorter EPUP number than that which is indicated on the product itself. In cases where the assembly, component, or part is labeled with an EPUP which differs from the one indicated by Agilent, the EPUP on the assembly/component or part takes precedence. Agilent makes no claims concerning, and takes no responsibility for the EPUP numbers reflected on goods which are not manufactured by Agilent.

For Agilent contact information, please reference your product manual.

If you have a question about the manufacturing date for your product, ask your Agilent representative.

Your Agilent product may contain replaceable assemblies/components (including disk drive, power supply, mouse, display, or battery, which are not manufactured by Agilent) which have a shorter EPUP number than that which is indicated on the product itself. In cases where the assembly, component, or part is labeled with an EPUP which differs from the one indicated by Agilent, the EPUP on the assembly/component or part takes precedence. Agilent makes no claims concerning, and takes no responsibility for the EPUP numbers reflected on goods which are not manufactured by Agilent.

Revision: D